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DICOM Correction Proposal 

STATUS Voting Packet 

Date of Last Update 2018/01/24 

Person Assigned Kevin O'Donnell 

Submitter Name Kevin O’Donnell 

Submission Date 2017/05/22 

 

Correction Number CP-1717 

Log Summary:  Add Protocol Disapproval Code for WIP instances 

Name of Standard 
 

Rationale for Correction: 
Some Defined Procedure Protocols may be stored before they are ready for use or circulated for review. 
Need a way to indicate that the creator considers the protocol not (yet) ready for use. 

Correction Wording: 
 
 

Add WIP Code  

CID 800 Protocol Assertion Codes 
Resources: HTML | FHIR JSON | FHIR XML | IHE SVS XML 
Type: Extensible 
Version: 201606262018mmdd 
UID: 1.2.840.10008.6.1.1176 

Table CID 800. Protocol Assertion Codes 
 

Coding Scheme Designator Code Value Code Meaning 

DCM 128601 Appropriate for the indications 

DCM 128621 Inappropriate for the indications 

DCM 128602 Consistent with labeling of the device 

DCM 128622 Inconsistent with labeling of the device 

DCM 128603 Approved for use at the institution 

DCM 128623 Disapproved for use at the institution 

DCM 128604 Approved for use in the clinical trial 

DCM 128624 Disapproved for use in the clinical trial 

DCM 128611 Approved for experimental use 
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Coding Scheme Designator Code Value Code Meaning 

DCM 128612 Disapproved for experimental use 

DCM 128605 Approved for use on pregnant patients 

DCM 128617 Disapproved for use on pregnant patients 

DCM 128609 Disapproved for any use 

DCM 128613 Eligible for reimbursement 

DCM 128614 Eligible for reimbursement on per patient basis 

DCM 128615 Ineligible for reimbursement 

DCM 128606 Appropriate for the device 

DCM 128618 Inappropriate for the device 

DCM 128607 Inside operational limits of the device 

DCM 128619 Outside operational limits of the device 

DCM 128608 Optimized for the device instance 

DCM 128620 Not optimized for the device instance 

DCM 128610 Deprecated protocol 

DCM xxxxxx Protocol not ready for use. 
 

Add Definitions to PS3.16 Annex D 

Code Value Code Meaning Definition Notes 
xxxxxx Protocol not ready for use The protocol is on not ready for use on 

patients. 
 

 


