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Log Summary: Use correct IOD names in caption of their module tables

Name of Standard
PS3.3

Rationale for Correction:

IOD module tables of PS3.3 — Annex A and B sometimes use 10D names deviating from the actual IOD
names (1) as per annex section title/header and (2) as used elsewhere in the standard (e.g. PS3.4 — Annex
B, Table B.5-1. Standard SOP Classes).

This concerns the following 10Ds.

PS3.3 Annex A.2: CR Image |IOD = Computed Radiography Image 10D

PS3.3 Annex A.5: NM Image I0OD = Nuclear Medicine Image IOD

PS3.3 Annex A.6: US Image 10D = Ultrasound Image 10D

PS3.3 Annex A.7: US Multi-frame Image I0D = Ultrasound Multi-frame Image IOD

PS3.3 Annex A.8.2: Multi-frame Single Bit SC Image 10D = Multi-frame Single Bit Secondary Capture Image |OD

PS3.3 Annex A.8.3: Multi-frame Grayscale Byte SC Image IOD = Multi-frame Grayscale Byte Secondary Capture Image IOD
PS3.3 Annex A.8.4: Multi-frame Grayscale Word SC Image |IOD = Multi-frame Grayscale Word Secondary Capture Image IOD
PS3.3 Annex A.8.5: Multi-frame True Color SC Image 10D = Multi-frame True Color Secondary Capture Image IOD

PS3.3 Annex A.21: PET Image 10D = Positron Emission Tomography Image I0D

PS3.3 Annex A.35.18: Patient Radiation Dose Structured Report IOD = Patient Radiation Dose SR 10D

PS3.3 Annex A.35.22: Enhanced X-Ray Radiation Dose Structured Report IOD = Enhanced X-Ray Radiation Dose SR 10D
PS3.3 Annex A.38: Enhanced CT Image IOD = Enhanced Computed Tomography Image 10D

PS3.3 Annex A.66: Intravascular Optical Coherence Tomography Image 10D = Intravascular Optical Coherence Tomography 10D

PS3.3 Annex B.7: Film Session 10D = Basic Film Session IOD

Context of this correction is automatic consistent generation of IOD definitions for DICOM software tools.

Correction Wording:

Amend PS3.3 as follows:
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