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DICOM Correction Proposal 

STATUS Letter Ballot 

Date of Last Update 2022-10-03 

Person Assigned Björn Nolte 

Submitter Name Till Hoenig, till.hoenig@siemens-healthineers.com 

Submission Date 2022/03/21 

 

Correction Number CP-2233 

Log Summary:  Switch to SNOMED code for Phantom 

Name of Standard 
PS3.16 

Rationale for Correction: 
Due to availability of suitable Snomed code for the term “Phantom” the DCM encoding shall be replaced by 
the SCT encoding. 

Correction Wording: 
 

Table CID 4031. Common Anatomic Regions 

Coding Scheme Designator Code Value Code Meaning SNOMED-RT ID UMLS Concept Unique ID 

… 
  

  

DCMSCT 113681706
342009 

Phantom  C0282611 

… 
    

 

Table CID 4052. Phantom Devices 

Coding Scheme Designator Code Value Code Meaning 

DCMSCT 113681706342009 Phantom 

… 
  

 

Table CID 7710. Tractography Anatomic Sites 

Coding Scheme Designator Code Value Code Meaning SNOMED-RT ID UMLS Concept Unique ID 

… 
    

DCMSCT 1136817063
42009 

Phantom 
 

C0282611 
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Coding Scheme Designator Code Value Code Meaning SNOMED-RT ID UMLS Concept Unique ID 

… 
    

 

Table CID 10060. Organs for Radiation Dose Estimates 

Coding Scheme Designator Code Value Code Meaning SNOMED-RT ID UMLS Concept Unique ID 

Include CID 10044 “Radiosensitive Organs” 

SCT 38266002 Entire body T-D0010 C0229960 

DCMSCT 113681706342
009 

Phantom  C0282611 

 

Table D-1. DICOM Controlled Terminology Definitions (Coding Scheme Designator "DCM" Coding 
Scheme Version "01") 

Code Value Code Meaning Definition Notes 

113681 Phantom An artificial subject of an 
imaging study. 

 

… 
  

 
 

Table L-1. Corresponding Codes and Terms for Human Use 

Coding 
Scheme 

Designator 

Code Value Code Meaning Body Part Examined SNOMED-RT ID 
(Retired) 

FMA Code 
Value 

UMLS 
Concept 
UniqueID 

… 
   

   

DCMSCT 113681706
342009 

Phantom PHANTOM   C0282611 

… 
    

  
 


