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STATUS Final Text 
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Correction Number CP-2008 

Log Summary:  Add Synchronization Module to CT IOD 

Name of Standard 
PS3.3 2020c 

Rationale for Correction: 
It is proposed that for RT treatment use cases, where the CT is used to convey CBCT information in relation 
to the overall treatment information, the Synchronization Module is added to the CT Image IOD. 

Correction Wording: 
 

Update PS 3.3, Table A.1-1a with Synchronization Module C for CT Image 

 

Add to A.3.3 

 

A.3.3 CT Image IOD Module Table 

Table A.3-1 specifies the Modules of the CT Image IOD. 

Table A.3-1. CT Image IOD Modules 
 

IE Module Reference Usage 

Patient Patient C.7.1.1 M 

Clinical Trial Subject C.7.1.3 U 

Study General Study C.7.2.1 M 

Patient Study C.7.2.2 U 

Clinical Trial Study C.7.2.3 U 

Series General Series C.7.3.1 M 

Clinical Trial Series C.7.3.2 U 

Frame of Reference Frame of Reference C.7.4.1 M 
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IE Module Reference Usage 

Synchronization C.7.4.2 C - Required if time synchronization was applied. 

Equipment General Equipment C.7.5.1 M 

Image General Image C.7.6.1 M 

General Reference C.12.4 U 

Image Plane C.7.6.2 M 

Image Pixel C.7.6.3 M 

Contrast/Bolus C.7.6.4 C - Required if contrast media was used in this image 

Device C.7.6.12 U 

Specimen C.7.6.22 U 

CT Image C.8.2.1 M 

Multi-energy CT Image C.8.2.2 C - Required if Multi-energy CT Acquisition (0018,9361) is YES. 

Overlay Plane C.9.2 U 

VOI LUT C.11.2 U 

SOP Common C.12.1 M 

Common Instance Reference C.12.2 U 
 

 


